STATE PUBLIC HEALTH LABORATORY RECEIVED

MISSOURI DEPARTMENT OF HEALTH AND SENIOR SERVICES \
ALCO-SENSOR IV WITH PRINTER MAINTENANCE REPORT {By Carol Day at 11:13 am, Nov 07, 2014

Complete this report In duplicate at the fims of the regular monthly preventative malntenance check, and whenever Instrument is repalred.
Send copy to Department of Health and Senlor Services; relain original In department fite.

ALCO SENSOR IV 8N PRINTER SN DATE OF INSPECTION
030450 95.1111.053 11-03-2014
LOGATION OF INSTRUMENT {STREET AND CITY) TIME OF INSPEGTION
501 FARAON ST, JOSEPH 1544

CHECKLIST: Place a mark In the box by each ltem It found to be satisfactory or if operaling within established limits, (Wrile in obsetved val-
ues where determined.) Unmarked items must be correcled before using Instrument.

DIGITAL READOUT (ALL ELEMENTS OPERATIONAL)

TEMPERATURE OF ALCO SENSOR (1 O-C - 40-C)

PRINTER WORKING PROPERLY

TIME AND DATE DISPLAYING PROPERLY
BREATH ALCOHOL ACCURACY STANDARDS

[T SIMULATOR soLUTION
STANDARD SUPPLIER INTOXIMETERS LoT #___ AG300201  gxp, DATE

COMPRESSED ETHANOL-GAS MIXTURE
01-02-2015

D SIMULATOR TEMPERATURE (34'C +0.2'C) ______  SIMULATOR SN SIMULATOR EXP DATE

CALIBRATION CHECK - (ONLY ONE STANDARD IS TQ BE USED PER MAINTENANGE REPORT)
Run three lests using a standard solution. All three tests must be within £5% of the standard value and must have a spread of .005 or
tess. Check the box comesponding to the standard solution being used. (PRINTOUT ATTACHED)
X| 0.100% STANDARD - MUST READ BETWEEN 0,095% and 0.105% INCLUSIVE
| 0.080% STANDARD - MUST READ BETWEEN 0.076% and 0.084% INCLUSIVE
| | 0.040% STANDARD - MUST READ BETWEEN 0.038% and 0.042% INGLUSIVE

TEST 1 - 007 TEST 2 - 097 TEST3- 007

E RFI DETECTOR OPERATING
INDIGATE THE NUMBER OF BREATH TESTS IN THE FOLLOWING RANGES SINCE THE LAST MAINTENANCE REPORT:
(DO NOT INCLUDE SELF-ADMINISTERED TESTS) .

REFUSALS 3 {0-.04) 3 (.06-.09} 1 {.10-.14) 2 {.15-.19) 3 {OVER .19) 0

List any new parls and describe any alleration or modification that was made to restore the Instrument to operate satlsfactorily and within
astablished limils (use other slde If necessary).

PRIRT NAME

SCOTT GARY

TELEPHONE NUMBER

TYEE I PERﬁIfHUMBEWG’!RﬁT[MT
) 816-271-5359

240301 07-22-261¢6
Return completed report to the: Breath Alcohol Program, MO Department of Health and Senior Services, Soulheast Dislricl Office

: 2875 James Boulevard
R . Povlar Blulf MO 63901




Gertificate of Analysis

Alrgas Mid Amerlea {(LABORATORY)

3500 Bernard Strest
St, Louts, Mo. 63103
Ph: (314) 533-3100

Fax;: (314) 533.7328

Customer Name
Infoximeters, Inc.
2081 Cralg Road
St. Louls, Mo 63146

Dear Sir,
This is your Certlficale of Analysls:

Exp. Date Cyl Type

14212015 108 Ethanol
Nitrogen

Lot # AG300201

Certlilcation Traceable to N.I.S,T. RGM Ethanol Standards:

Serial No, c
EBCO010581 391.5 ppm
EBB010570 258.4 ppm
EB0010285 208.9 ppm
£B0010661 101.9 ppm
EB0010681 §3.0 ppm

Apalvtical Method: NDIR

$Serlal No.

EB0010603
EB0010669
EB0010696
EB0010562
EB0010679

Tost Date: 2-Jan-2013

Cortl Conce
0.100 % 2% BrAC (272 ppm)
Balance

‘Concenfration

390.9 ppm
258.3 ppm
209.2 ppm
104.9 ppm
52.4 ppm

IS0 17026:2006 A2LA accredited. Cerilflcate Number 2989.01
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STATE OF MISSOURI
DEPARTMENT OF HEALTH AND SENIOR SERVICES
BREATH ALCOMOL PROGRAM

PERMIT
TYPE II

SCOTT GARY

fs hereby authorized 1o inslrucl and supervise operators, lrain instruclors, inspecy, calibrate, perform lield sorvice and repairs,
and oporate the lollowing breath analyzer(s):

ALCO-SENSOR IV WITH PRINTER, DATAMASTER

for the delerminatlon of Ihe alcohollc content of blood [rom a sample of explred alr, Permit Issued under the provisions of sections

§77.020 through 577.041, RSMo and 308,111 through 308.119 RSMo.
——
LAss m.-gg’ﬁ__

DATE 702272014
DIRECTOR OF STATE PUBLIC HEALTH LABORATORY
NUMBER 240301
Hod) VeolelL
EXPIRES 7/22/2016 _
DIRECTOR OF DEPARTMENT OF HEALTH AND SENIOR SERVICES
M 620-0778 (6-10) LAR-$ (R8-10}

STATE OF MISSOURI
DEPARTMEHY OF HEALTH AND SENIOR SERVICES
BREATH ALCOHOL PROGRAM

INSTRUMENT OPERATOR CARD

Tha named cardholdar Is aulhonted to operate an evidential brezth sltekol
insteument for the delerminabon of the aleokoTo confen! In breath form of expired av]

R

Operator  GARY, 8C0OTT
Permit No 240301
Dale Issued 712212014 Date Explros 712212018




